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submicron  coal and  silica dust particles  in  the underground  coal mines  causing Coal worker’s 
pneumoconiosis  (CWP).  The objective  of  this  research was  to  study  the  electrostatic  charges 





Particle Sizer and Aerosol Electrometer  showed  that airborne  coal particles have a  significant 
amount  of  positive  charge with  an  average  of  140  elementary  units  of  charge.  The  capture 
efficiencies  of  the water  drops  evaluated were  found  to  be  higher  than  those  predicted  by 
previously  determined mathematical models.  It was  predicted  that  apart  from  the  effects  of 
Brownian diffusion, interception and impaction, the effect of Coulombic attraction was present 
and the charge of the water drops was predicted to be between ‐ 2 x 10‐6 C and ‐2 x 10‐4 C. 
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concern  for workers  in  the  underground  coal mines.  Exposure  to  respirable  coal  and 
silica dust generated  in the coal mines for  long periods of time  is the primary cause of 
this illness. Dust particles of sizes of 10 μm and lower are of maximum threat. Coal mine 
dust level standards have been lowered from 2 to 1 mg/m3 in order to alleviate the dust 




and  the  airborne  respirable  coal  particles  are  hydrophobic  in  nature, which makes  it 
difficult  for  the water  drops  to  capture  smaller  coal  particles.  The  hypothesis  of  this 
research is that coal dust particles contain a significant amount of inherent charge which 
can  be  used  to  effectively  capture  them  using  oppositely  charged  water  droplets 
generated by an ultrasonic atomizer due to the Coulombic force of attraction.  
 
The  objective  of  this  research was  to  study  the  charge  and  size  distribution  of  coal 
particles  (<10 µm) dispersed  in an air stream by a  fluidized bed aerosol generator and 
the  effectiveness  of  drops  generated  by  a  water  sprayer  in  an  experimental  gas 
scrubbing  setup  to  capture  the  dispersed  coal  particles  .  The  aim  of  this  study  is  to 
experimentally determine  the overall capture efficiency of a scrubber and  the capture 
efficiency of a  single water drop,  compare  the  results with  the efficiencies  calculated 
from theories related to particle scrubbing and examine the possible role of Coulombic 
force of attraction  in  the  capture of  charged  coal particles by  the oppositely  charged 
water drops. The research was performed in the following steps: 
1. Study  of  the  charge  and  size  distribution  of  the  coal  particles was  performed 
using  a  Fluidized  Bed  Aerosol  Generator  (FBAG),  Aerosol  Electrometer  and 
2 
 
Aerodynamic  Particle  Sizer  (APS).  The  FBAG  was  used  to  disperse  the  coal 
particles  in  an  air  stream,  the APS would  give  the  distribution  of  the  number 
concentration  of  the  particles  and  the  Aerosol  Electrometer  would  give  the 
charge distribution of the coal particles. 
2. The  size  distribution  of  the water drops  generated  by  the  ultrasonic  atomizer 
was  studied  by  performing  experiments  inside  the  experimental  scrubbing 
column  in  the  presence  of  counter  current  air  flow  in  order  to  determine  an 
accurate size distribution for calculating capture efficiency. 
3. The scrubber capture efficiency and the capture efficiency of a single water drop 




Chapter 2 gives a  literature  review discussing  the water  spraying  techniques used  for 
dust suppression  in mines along with  the  theories developed and experiments carried 
out  for determining the particle capture efficiency of normal as well as charged water 
drops. Chapter 3 describes  in detail  the experimental systems  that have been used  to 
characterize the coal particles and the coal particle capture using water droplets along 
with their operating principles and the experimental limitations. Chapter 4 explains the 
mathematical models  used  to  calculate  the  charge  per  particle  of  the  coal  particles, 
capture  efficiencies  of  the  droplets  as  well  as  the  scrubber  efficiency  and  the 
assumptions  used  for  the  calculations.  The  basis  of  comparison  between  the 
experimentally calculated results and the theoretical results has been explained  in this 
chapter. Chapter 5 presents the final calculated results in tabular and graphical formats 










Dust  suppression  in coal mines has been a major problem over  the past  few decades 
with  the  increase  in  the  diseases  caused  by  respirable  coal  dust.  Several  dust 
suppression  technologies predominantly based on water spraying has been developed 
till date. Theories have been developed for dust particle capture by water drops based 
on  factors  of  Brownian  diffusion,  interception  and  impaction.  At  the  same  time 
laboratory  experiments  have  been  performed  to  test  the  effectiveness  of  these 
techniques and the validity of the theories developed. This chapter discusses the water 





water drops and  the coal particles adhere  to  the surface of  the drop. The water drop 
settles down with  the coal dust particles  thus  removing  the dust  from  the mines. But 
water  spray  techniques are  ineffective  in capturing  finer  respirable coal dust particles 






spray  techniques  to  remove  respirable  coal dust. Apart  from using water  spray,  foam 
technology  is also used as a dust suppressing agent  (Wang, Wang et al. 2012). Recent 
geological  studies have been performed by  Schatzel  (2009)  and  Schatzel  and  Stewart 






suppression  is necessary  to  capture  the  finer  respirable  coal dust  in order  to prevent 
diseases like CWP.  
2.2 Particle capture by water drops: review of theories  
There  are  three  primary  mechanisms  of  dust  capture  by  a  single  drop,  Brownian 
diffusion,  interception  and  inertial  impaction  according  to  Lim,  Lee  et  al.  (2006).  The 
Brownian  diffusion  mechanism  is  responsible  for  the  capture  of  finer  submicron 
particles which come in the path of the falling water drop. The interception mechanism 
of particle capture occurs when although  its path does not  fall  in  the path of a water 
droplet,  but  its  trajectory  falls  within  one  particle  radius  of  the  water  droplet.  The 
inertial  impaction mechanism  is occurs  for particles  larger than 5 µm with high Stokes 
number.  
The  theoretical model  for  calculating  the  capture efficiency  in  a  gas  scrubber  for  the 
collection of dust particles by sprayed water drops flowing  in a horizontal column was 
given by Cheng (1973) as follows – 







ܹ	and	ܳ௚ are  the water  flow  rate and air  flow  rate  respectively and γ  is a correction 
factor taking into consideration the loss of water drop caused by hitting the walls of the 
column due to the conical nature of the spray which is given by  





impaction  is  the  dominant  collection  mechanism  and  other  mechanisms  such  as 
Brownian  diffusion  and  interception  are  not  significant.  The  effects  of  the  relative 
velocity of the particle with respect to the water drops and the terminal velocity of the 
water  drops  are  ignored  in  this  theory.  Particle  removal  efficiency  of  a  horizontal 
scrubber  was  studied  by  Lim,  Lee  et  al.  (2006)  and  the  governing  equation  was  as 
follows – 







Vt  is  the  relative  velocity  between  particles  and  water  drops  and  V  is  the  terminal 
velocity  of  the water  drops.  The model  however makes  certain  assumptions  such  as 
there  is  no  interaction  between water  drops  and  the  chamber  gets  completely  filled 
with the water droplets as soon as they are sprayed.  
Slinn  (1983)  obtained  an  analytical  solution  of  the  Navier‐Stokes  equation  for  the 
collection efficiency of a single particle due to Brownian diffusion as: 
ߟௗ௜௙௙	൫݀௣, ܦ൯ ൌ 	 ଵோ௘	ௌ௖ 	ቂ1 ൅ 0.4ܴ݁
భ
మܵܿభయ ൅ 0.16ܴ݁భమܵܿభమቃ ,                               (2.4) 
                            ܴ݁ ൌ 	஽௏ఘଶఓ 	, 								ܵܿ ൌ 	
ఓ
ఘ஽೏೔೑೑ 	 , 												ܦௗ௜௙௙ ൌ 	
௞್்஼೎
ଷగఓௗ೛ ,  





Here Cc  is  the Cunningham  slip  correction  factor,  T  is  absolute  temperature, µ  is  the 
viscosity  of  air,  ρ  is  the  density  of  air,  λ  is  the mean  free  path, Ddiff  is  the  diffusion 
coefficient and kB is the Boltzmann constant.  
Jung and Lee  (1998) developed analytical  solutions  for particle capture efficiencies by 
the three different mechanisms of Brownian diffusion, interception and impaction. The 
diffusion  dominant  zone  capture  efficiency was modified  neglecting minor  terms  by 




ߟௗ௜௙௙൫݀௣, ܦ൯ ൌ 2ቆ√3ߨ4ܲ݁ቇ
ଶ/ଷ




ܬ ൌ 1 െ	65ߙ
ଵ
ଷ ൅	15ߙ
ଶ	, ܭ ൌ 1 െ 95ߙ
ଵ
ଷ ൅ ߙ ൅ 15ߙ
ଶ	 
and	ܲ݁ ൌ 	 ܦܸܦௗ௜௙௙ 		ሺPeclet	Numberሻ 
A comparison between  the capture efficiencies of equations  (2.4) by Slinn  (1983) and 















ଶ ܲ݁ିଵଶ ൅ 2ቆ√3ߨ4ܲ݁ቇ
ଶ
ଷ
ቈሺ1 െ ߙሻሺ3ߪ ൅ 4ሻܬ ൅ ߪܭ ቉
ଵ
ଷൢ																ሺ2.6ሻ 











				݂݋ݎ	0.15 ൏ ܭ݊ ൏ 2.6	݋ݎ	0.05	ߤ݉	 ൏ ݀௣ ൏ 1.0	ߤ݉ 
where  Kn  is  the  Knudsen  number.  Jung,  Kim  et  al.  (2002)  compared  the  modified 
equations with that of Slinn (1983). The advantage of this equation (2.6) for calculating 
the  collection  efficiency  due  to  diffusion  is  that  it  takes  into  account  the  effects  of 
induced internal circulation inside a liquid droplet. The limitation of the equation is that 
the  collection  efficiency  is  strongly  dependent  on  the  water  droplet  velocity.  The 




The  capture  efficiency  formula  derived  by  Jung  and  Lee  (1998)  for  the  interception 
mechanism is given as :  
ߟ௜௡௧ ൌ ሺ1 െ ߙሻሺܬ ൅ ߪܭሻ ቈ൬
ܴ







		ݓ݄݁ݎ݁	ܴ ൌ ݀௣ܦ 	݅ݏ	ݐ݄݁	݅݊ݐ݁ݎܿ݁݌ݐ݅݋݊	݌ܽݎܽ݉݁ݐ݁ݎ 
The  advantage  of  the  equation  (2.7)  is  that  it  is  independent  of  the  water  droplet 
velocity. This formula was simplified by H. T. Kim (2001) assuming    ܴ	 ≪ 1					݋ݎ				 ோோାଵ ൎ
ܴ which resulted in : 
ߟ௜௡௧ ൌ ൤ ሺ1 െ ߙሻሺܬ ൅ ߪܭሻ
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where  Vsi  is  the  settling  velocity  of  the  particle.  Stokes  number  in  this  case  is  the 







and																												ߟ௜௠௣ ൌ 1											݂݋ݎ				ܵݐ݇ ൐ 1																																															ሺ2.11ሻ 
These analytical solutions given by H. T. Kim (2001) provided a complete understanding 
of  all  the  three  types  of  efficiencies  and  the  necessary  equations  (2.6),  (2.8),  (2.10), 
(2.11)  required  for  every  case  depending  on  the  particle  size.    These  equations 
combined together were compared with the capture efficiency due to  impaction given 
by Licht (1988) in equation (2.9). The comparison shows a good match between the two 
theories. However,  the  obvious  limitation  to  this  comparison  is  that  in  case  of  Licht 
(1988) only impaction forces are present whereas H. T. Kim (2001) used a combination of 





ߟ ൌ 	ߟௗ௜௙௙ ൅ ߟ௜௡௧ ൅ ߟ௜௠௣																																																												ሺ2.12ሻ 
Equation (2.12) is a sum of all three efficiencies used by Park, Jung et al. (2005) to get an 




the  three efficiencies  independently was  compared over  a  range of particle diameter  
10‐2  to  101  μm with  a  drop  diameter  of D  =  1 mm  and  drop mass  concentration  of         
50 g/m3 by Park, Jung et al. (2005). The results support the theories by showing that the 
efficiency  due  to  Brownian  diffusion  varies  from  approximately  10‐3  to  10‐5  over  the 
range of particle size and the efficiency due to interception also varies between 10‐7 and 
10‐4  approximately. Whereas  the  efficiency  due  to  impaction  increases  from  zero  to 
almost  1  as  the  size  increases  to  10  μm  and  it  does  not  exist  below  0.05  μm which 
justifies the theory of capture by  impaction  for  larger sized particles.   Park, Jung et al. 
(2005)  also  made  a  comparison  between  the  theoretical  results  (sum  of  all  three 
efficiencies), correct and approximated results. Once again the same observation can be 
made that the overall capture efficiency reaches a minimum value below the order of 
10‐4  at  about  0.5 µm.  The  explanation  is  that  at  the minimum  collision diameter  the 
effect  of  Brownian  diffusion  reaches  a  minimum  due  to  increase  in  the  particle 
diameter. At the same time, the effects of interception and impaction mechanism begin 





very  consistent with  the  theories  developed  and  hence  can  be  used  in  the  range  of 
concentration intended for this research and compared with the previous literature.  
2.3 Particle capture by water drops: review of experiments 
Pranesha and Kamra  (1993), Kerker  (1978) and Leong  (1982) performed experimental 
studies  of  aerosol  particle  scavenging  by  falling  water  drops  and  measured  the 
corresponding  collection  efficiencies.  Pranesha  and  Kamra  (1996)  did  a  similar  study 
using neutral water drops with larger drop sizes of 3‐6 mm and larger particle sizes of 2‐
6 µm. Capture efficiencies as high as 60% was reported. The experimental results were 
compared with  the  theoretical  results which were  in agreement with  the  latter  in  the 
10 
 
similar  size  range.  Chate  and  Kamra  (1997)  also  did  similar  experiments  of  particle 
capture using water drops. Similar to Pranesha and Kamra (1996), experiments proved 
that the results were in agreement with theoretical results of Slinn (1983). Pranesha and 
Kamra  (1996)  and  Chate  and  Kamra  (1997)  both  analyzed  the  effects  of  Reynolds 
number and impaction factor on the collection efficiencies since both the drop diameter 














The  study of  charge distribution of  aerosol particles  generated  in  the  laboratory was 



















ܭா ൌ ܥ௖ܳ௣ܳ௖3ߨଶܦଶ݀௣ߤ ௚ܸߝ௢ 																																																											ሺ2.14ሻ	 
Qp and Qc are the particle and collector charges, Vg is the free stream gas velocity, ε0 is 






with  the  theoretical  results. Use of  surfactants and wetting agents  for  control of  coal 
dust was  done  by  Tien  and  Kim  (1997),  Polat,  Polat  et  al.  (2002)  and  Zeller  (1983).          






the  ones  reported  by Dhariwal, Hall  et  al.  (1993). Wang,  Leong  et  al.  (1983), Wang, 
Stukel  et  al.  (1986)  and Wang,  Stukel  et  al.  (1986)  did  similar  studies  using  charged 
12 
 
accelerated  droplets  for  submicron  particle  collection.  They  reported  experimental 
collection efficiencies as high as 5 with droplet size of 100 µm. These studies show that 









of  drops  according  to  which  the  final  mathematical  model  for  calculating  the 
















The  experimental  systems  used  in  this  research  for  the  purpose  of  coal  particle 





Fluidized  Bed  Aerosol  Generator  (FBAG),  TSI model  3400,  was  performed  using  the 




coal  particles  can  be  varied  by  changing  the motor  speed  of  the  chain  that moves 
between the coal powder reservoir and the fluidizing chamber.  
The air containing coal particles were passed at various  flow rates and concentrations 
through  a  vertical  chamber  containing  ports  as  shown  in  Figure  3.1.  The  vertical 
chamber was 3 inches in diameter and 2 feet tall. The ports were ¼ inch in diameter and 
constructed 4  inches away  from  the aerosol outlet of  the FBAG. Through  these ports 
samples  of  coal  particles  were  taken  out  periodically  over  short  time  spans.  These 
samples  were  analyzed  using  an  Aerodynamic  Particle  Sizer  (APS),  TSI  3321  and  an 
Aerosol Electrometer (3068 B) using samples at 1 liters per minute. Aerosol Instrument 
Manager Software was used to analyze the samples. The typical output of the APS on 
the  Aerosol  Instrument  Manager  is  a  bar  graph  of  number  of  particles  per  cubic 
centimeters versus  the diameter of  the particles  in microns. The Aerosol Electrometer 
however can take samples of aerosol from the analysis port at a flow rate that can be 

















































































































































































































filled  on  coal  is  when  the  output  concentration  (found  out  from  the  APS  reading) 
becomes lower than expected, especially at higher flow rates and higher motor speeds. 





deagglomerates  the  coal  power.  The  deagglomerated  coal  powder  is  brought  to  the 
fluidized  bed  chamber  by  the  bed  chain.  The  air  flow  from  below  carries  the  coal 
powder upwards through the elutriator to the aerosol outlet.  There are two parameters 
of the aerosol flow that can be varied. One is the air flow rate or bed flow which can be 
varied  from 1  to 30  liters per minute by a  rotameter placed  in  front of  the machine. 
There is also a second rotameter present just beside the main rotameter which is called 
the bead purge. This should always be maintained at 2 liters per minute. The function of 


































































particle  density  and  sampling  methods  analysis.  Tests  regarding  the  concentration 
measurement and counting efficiency was done by Armendariz and Leith (2002) for APS 
3320 model and Peters and Leith (2003) for APS 3321 model. These studies have shown 
that  the APS 3321 model  (which has been used  for  this  research)  is more accurate  in 
matters  of  counting  efficiency  of  solid  aerosols.  This  result  has  been  supported  by 
Volckens and Peters (2005) who measured 100% counting efficiency for solid particles. 
Similar  studies  has  also  been  done  by  Maynard,  Kenny  et  al.  (1999)  related  to 
development of system for better sampling and counting of polydisperse aerosols.  
A schematic diagram  in Figure 3.4 shows the flow of the aerosol  inside the  instrument 
and  the process by which  the  concentration  and diameters  are determined.  The APS 
determines  particles  within  diameters  ranging  from  <0.5  µm  to  20  µm.  At  a 
concentration higher than 1200 #/c.c., the APS gives a warning  light  indicating that the 
aerosol  input  line to the APS should be disconnected  immediately for the safety of the 
machine. As shown  in Figure 3.4, the aerosol enters the  instrument at a flow rate of 1 
liters/ min and a sheath  flow of 4  liters/ min. The sheath  flow  is  filtered and a sheath 
flow pump is used to control the volumetric flow rate of the sheath flow. After passing 
through  an  orifice  which  measures  the  pressure  drop  of  this  flow,  the  pressure  is 
compensated and the sheath flow  is rejoined with the sample flow at the accelerating 
orifice  nozzle.  The  purpose  of  this  process  of  separating  the  sheath  flow  from  the 





optical chamber,  the particles  scatter  the  light  focused by  two  laser beams. Once  the 
particle  scatters  the  laser beam,  the  side  scattered  light gets collected by an elliptical 
mirror which focusses the light onto an avalanche photodetector (APD) which converts 
the  light  pulses  to  electrical  pulses.  Due  to  the  two  overlapping  laser  beams,  each 
particle generates a two crested signal where the peak‐to‐peak time of flight measured 
in  a  resolution  of  4  nanoseconds  gives  the  information  of  the  aerodynamic  particle 
sizing. The aerodynamic diameter of the particle is determined using Stokes law from its 
velocity  considering  the  particle  to  be  a  complete  sphere  having  unit  density.  The 
particles  then  exit  the  optical  chamber  and  are  filtered  before  they  leave  the 
instrument. The output of the APS can be obtained both by the digital screen present on 
the APS and by connecting  the APS  to a computer and using  the associated software. 
Before every test, the scheduling time or the time during which the sample inlet would 
be analyzed by the APS is set. The numbers generated by this instrument combined with 



























































A  TSI model 3068B Aerosol  Electrometer was used  in  this  research  to determine  the 






aerosol sample  into the  instrument. Since the APS measured aerosol samples at 1  liter 










the  instrument.  The  Aerosol  Electrometer  was  connected  to  the  computer  and  the 
outputs were obtained using the Aerosol Instrument Manager. In most cases the curve 































































































































































































































































Figure  3.7  gives  a  schematic  idea  of  the  experimental  set  up  used  for  the  study  of 
capture of coal particles using water drops. Similar to the designs used for the previous 
two  types of experiments,  this  set up uses combinations of  the previous designs. The 
principle behind  the experiment was  to create a counter  flow of  the water drops and 
the air containing  the coal particles  inside a  sealed chamber. For  this purpose  the air 
stream  containing  coal particles  generated by  the  FBAG was  allowed  to  flow upward 
from  the  bottom, while water  drops  generated  by  the  atomizer was  allowed  to  fall 
downward  from  the  top of  the chamber. The dimensions of  the design were made so 
that certain essential parameters were optimized and the instrument allowed both the 




ml/min.  The  air was  flowed out of  the  chamber  through  an exhaust on  the  top.  The 
whole set up had ports at regular intervals numbered 1 to 8. These ports were used to 
take in samples from chamber and analyze them using the APS. The readings of the APS 
were  typically done at  two  instances during  the experiment. First was when only  the 
FBAG was turned on and the coal particle concentration was allowed to reach a steady 
state. This process typical took about 30 minutes. During this period the port number 7 
was used  to analyze.  In some cases port number 8 was also used which had an  inner 
steel tube that went till the position of port 7 but at the center of the column. This was 
performed  to  see  the difference  in  the concentration at  the wall and  the center. This 
was nearly  found to be same  in value, so the port number 8 was not used much. The 
ports 1, 2, 3, 4, 5 and 6 were also used to test samples with the APS. This was done to 
see  the  variation  of  the  concentration  of  the  coal  particles  with  the  height  of  the 
column. For maximum numbers of conditions not many variations were found from the 
values  found at ports 7 and 8. After  the coal concentration became  steady  inside  the 
chamber the water from the Atomizer was allowed to fall down into the chamber. This 





of  the  coal  particles  that  came  out  of  the  chamber.  These  coal  particles  were  not 
captured by the water drops. The readings which were taken when both the FBAG and 
Atomizer were operating, were never taken from any other ports apart from 1 or 2. This 




Ultrasonic  Atomizer  have  been  discussed  in  detail  in  this  chapter  along  with  the 
experimental  setup  used  in  each  kind  of  experiment.  The  description  of  the 
experimental  setups  used,  provide  detailed  understanding  of  the  experimental 
conditions and  the variable parameters. Upon variation of  the parameters  such as air 

















Experiments were  performed  for  the  characterization  of  coal  dust,  determination  of 
water drop distribution generated by the ultrasonic atomizer, determination of capture 
efficiency  of  a  single  drop  and  overall  scrubber  efficiency.  This  chapter  discusses  the 










௣ܰ ൈ ݁ ൈ ܳ௚ 																																																																				ሺ4.1ሻ 
where  q  is  the  charge  (elementary  unit  of  charge)  per  particle,  I  is  the  current  in 
Amperes (calculated from the Aerosol Electrometer reading  in Femto Amps),  ௣ܰ  is the 
number concentration of particles (APS reading in particles per cm3), e is the elementary 
unit of charge (1.602 X 10‐19 Coulombs) and ܳ௚  is the volumetric flow rate (Liters/min) 







The mass concentration of  the coal particles dispersed  in  the air  stream by  the FBAG 
was determined using an experimental system as described in Figure 3.2. The air stream 
containing dispersed coal particles was passed  through a sealed chamber having  filter 
papers  in  the path of  the  flow. The air stream was passed  through  the chamber  for a 
definite period of time as a result of which, the coal particles were collected in the filter 
papers.  By  the  method  of  weighing  the  filter  papers  before  and  after  the  coal 
deposition,  the mass  concentration  of  the  coal  dust  dispersed  in  the  air  stream was 
calculated using the equation below, 
ܥ௠ ൌ ܯܳ௚ ൈ ݐ																																																																							ሺ4.2ሻ 
 
where  M  is  mass  of  coal  collected  by  the  filter  papers  in  mg,  ܥ௠  is  the  mass 
concentration  in  mg/m3,  ܳ௚  is  the  air  flow  rate  in  m3/min  (calculated  from  FBAG 
rotameter reading in liters/min) and t is the time of collection in minutes. For an air flow 
rate of 12  liters/min and time period of 30 minutes, the mass collected  is 15 mg when 







water drop  is  vertical without  any  curvature.  The  time  taken by  a drop  to  reach  the 
terminal velocity is a function of the drop diameter and is estimated to vary from 10‐5 to 
10‐2  seconds.   The  terminal  velocity of a  free  falling water drop  is a  function of drop 









ܥ௖ ൌ 1 ൅ 0.13735ܦ௜ ሾ1.257 ൅ 0.4	exp	ሺെ8.0087	ܦ௜ሻሿ																							ሺ4.4ሻ 
Drop diameter (Di) is in µm, the Reynolds number is given as	ܴ݁ ൌ 	 ఘ௏೔஽೔ఓ , ρ and µ are the 
density  and  viscosity  of  air  respectively  and  g  is  the  constant  of  acceleration  due  to 





















































































































by  the  upward  air  flow  and  lost  to  the  chamber wall.  To  quantify  the  percentage  of 
volume lost in the scrubbing process, a set of experiments were carried out where water 
drops from the atomizer were allowed to fall in the scrubbing column and the water was 





30  liters/min  as  shown  in  Table  4.1.  The  percentage  of  volume  collected  has  been 










              
2  53  88.33  53  88.33 
4  53  88.33  53  88.33 
10  42  70  41  68.33 
15  37  61.67  36  60 
20  33  55  33  55 
25  29  48.33  28  46.67 
30  15  25  15  25 
 
Figure 4.2  shows  that  the  terminal  velocity of a drop decreases with  the decrease  in 
diameter. Hence  it  has  been  assumed  that  the  loss  in  the water  volume  collected  is 







ݕ ൌ െ3.333 ൅ 101.67ݔ																																																									ሺ4.9ሻ 
where  ݔ  is  the  air  flow  rate  and  ݕ  is  the  volume  percentage.  The  R2  value  for  the 














In  order  to  determine  the  size  distribution  of  the water  drops  corresponding  to  the 
volume percentage  collected,  the manufacturer  specification data  sheet of  Figure 4.1 


















































Another method  is used  for determination of drop size distribution  for a particular air 
flow  rate. On  the  basis  of  the  assumption  that water  drops  having  terminal  velocity 
lower  than  the  upward  air  velocity  are  carried  away  by  the  air,  the minimum  drop 
diameter  having  a  terminal  velocity  (Vi)  higher  than  the  upward  air  velocity  (Vg) 







Rate  Corresponding    Minimum   Corresponding  
(Liter/min)  Upward Air Velocity    Diameter (µm)  Terminal Velocity
   Vg (m/s)       Vi (m/s) 
             
4  1.46E‐02    25  1.89E‐02 
5  1.83E‐02    25  1.89E‐02 
7  2.56E‐02    30  2.73E‐02 
8  2.92E‐02    40  4.84E‐02 
9  3.29E‐02    40  4.84E‐02 
10  3.65E‐02    40  4.84E‐02 
 
The results of Table 4.3 and Table 4.4 give two separate drop size distribution based on 

























































































column outlet respectively, ߟ  is  the capture efficiency of a single water drop, V  is  the 
terminal velocity of the water drop, Vt (  ௧ܸ ൌ 	 ௚ܸ ൅ ܸ) is the relative velocity of the water 






௚ܸ ൌ 	ܳ௚ܣ௖ 																																																																					ሺ4.11ሻ 
where the cross‐section area of the scrubber column (Ac) is 4.56 x 10‐3 m2. The capture 
efficiency of a single water drop  is a  function of  the water drop diameter  (D) and  the 
particle diameter (dp).  




constant  and  had  a  size  distribution  as  shown  in  Figures  4.1  and  4.2.  Lim,  Lee  et  al. 
(2006) developed the model assuming the water spray generated monodisperse water 
drops of uniform diameter and  the  capture efficiency  (ߟ)  is  the  same  for every drop 
diameter  (D).  However  in  this  research  the  water  spray  being  polydisperse  having 
distribution of drop diameter (Di) from 0.5 to 90 µm, equation (4.10) has been modified 
as, 





ܻ൨ 								ݓ݄݁ݎ݁	ܻ ൌ	∑ ቀ௏೟೔ೈ೔஽೔௏೔ ቁ																						ሺ4.13ሻ                           
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(Vti)  and  water  flow  rate  (Wi)  can  be  determined  for  every  Di  from  Figure  4.2  and 
equation (4.11). For a polydisperse drop distribution, every drop diameter Di would have 
corresponding  capture efficiency  (ߟ௜).  It was assumed  that drops of all  sizes have  the 
same  capture  efficiency, which  is  ߟ௜ ൌ ߟ.  Equations  (4.13)  and  (4.14)  determine  the 
average capture efficiency for a polydisperse drop distribution. 
 A  series of experiments were performed by varying  the air  flow  rate  (ܳ௚) and water 
flow  rate  (W)  in  the scrubbing column and  the capture efficiency was calculated  from 
the experimental data using equation (4.12). For every case of air flow rate (ܳ௚), there 
are  two methods  of  determining  the  drop  size  distribution.  In  the  first method,  the 
results of the water collection experiment presented in Tables 4.1 and 4.2; were used to 
determine  the minimum diameter  for every air  flow  rate and  the corresponding drop 
size  distribution.  The  capture  efficiency  calculated was  denoted  as  ߟଵ.  In  the  second 
method,  the  minimum  diameter  is  determined  by  the  criteria	 ௚ܸ ൏ 	 ௜ܸ,  where  the 
minimum drop diameter was such that  its terminal velocity is greater than the upward 
air velocity. For every air flow rate (ܳ௚), the upward air velocity ( ௚ܸ) was compared with 
the  terminal  velocities  ( ௜ܸ) and  the minimum drop diameter  corresponding  to  the air 
flow  rate  thus  determined  was  presented  in  Table  4.4.  The  capture  efficiency  thus 
calculated using this method was denoted as ߟଶ. 
The overall scrubber efficiency can be determined by the following equation, 











inlet  particle  number  concentration  ௣ܰሺ0ሻ  is  509  particles  /  cm3  and  outlet  particle 
number  concentration    ௣ܰሺܮሻ  is 189 particles  /  cm3.    For  the  first method, Table 4.3 
indicates that the minimum drop diameter is 25 µm for an air flow rate of 10 Liters/min. 





Di (µm)  % Volume  Vi (m/s)  Vti (m/s)  Wi (m3/s)  Yi
25  15  1.89E‐02  5.55E‐02  7.50E‐09  8.79E‐04 
30  13  2.73E‐02  6.38E‐02  6.50E‐09  5.07E‐04 
40  11.25  4.84E‐02  8.49E‐02  5.63E‐09  2.47E‐04 
50  9  7.22E‐02  1.09E‐01  4.50E‐09  1.36E‐04 
60  6.25  1.01E‐01  1.38E‐01  3.13E‐09  7.09E‐05 
70  3.75  1.32E‐01  1.68E‐01  1.88E‐09  3.42E‐05 
80  1.75  1.63E‐01  1.99E‐01  8.75E‐10  1.34E‐05 




drop  diameter  (from  Table  4.4)  is  40  µm.  The  values  of  Wi,  Vti  and  Yi  for  the 







Di (µm)  % Volume  Vi (m/s)  Vti (m/s)  Wi (m3/s)  Yi
40  11.25  4.84E‐02 8.49E‐02 5.63E‐09  2.47E‐04 
50  9  7.22E‐02 1.09E‐01 4.50E‐09  1.36E‐04 
60  6.25  1.01E‐01 1.38E‐01 3.13E‐09  7.09E‐05 
70  3.75  1.32E‐01 1.68E‐01 1.88E‐09  3.42E‐05 
80  1.75  1.63E‐01 1.99E‐01 8.75E‐10  1.34E‐05 
90  0.25  1.91E‐01 2.28E‐01 1.25E‐10  1.65E‐06 
 
From equation  (4.15),  the  scrubber efficiency  is ߟ௦௖௥௨௕௕௘௥ ൌ	62.87%. Depending upon 
the  experimental  conditions  such  as  air  flow  rate  (ܳ௚)  and water  flow  rate  (W),  the 










ߟௗ௜௙௙	ሺܦሻ ൌ 	 ଵோ௘	ௌ௖ 	ቂ1 ൅ 0.4ܴ݁
భ
మܵܿభయ ൅ 0.16ܴ݁భమܵܿభమቃ																									ሺ4.16ሻ ,                

















(2001)  was  done  with  reference  to  three  separate  set  of  equations  for  Brownian 
diffusion,  interception and  impaction. The capture efficiency due to Brownian diffusion 
is given by the following equation. 




ଶ ܲ݁ିଵଶ ൅ 2ቆ√3ߨ4ܲ݁ቇ
ଶ
ଷ








				0.05	ߤ݉	 ൏ ݀௣ ൏ 1.0	ߤ݉																																						ሺ4.18ሻ 
and α is the volume fraction of drop, σ is the viscosity ratio of water to air, 
ܬ ൌ 1 െ	65ߙ
ଵ
ଷ ൅	15ߙ
ଶ	, ܭ ൌ 1 െ 95ߙ
ଵ
ଷ ൅ ߙ ൅ 15ߙ
ଶ		 




ߟ௜௡௧ ൌ ൤ ሺ1 െ ߙሻሺܬ ൅ ߪܭሻ
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and																																															ߟ௜௠௣ ൌ 1											݂݋ݎ				ܵݐ݇ ൐ 1																																																									ሺ4.21ሻ 
where Stokes number is given as,   ܵݐ݇ ൌ ఘ೛ௗ೛మሺ௏ି௏ೞ೔ሻଵ଼ఓ஽  ,and Vsi is the settling velocity 
of the particle. However,  impaction mechanism of particle capture  is highly dependent 
on the Stokes number and is applicable for particles larger than 5 µm with Stk > 1. In this 
study  since  the particle  size  is  less  than 1 µm,  the mechanism of particle  capture by 
impaction  is  not  very  dominant.  The  variation  of  the  capture  efficiencies  due  to  the 
three  effects  of  Brownian  diffusion,  interception  and  impaction  independently  as  a 
function  of  the  water  drop  diameter  using  equations  (4.17),  (4.19)  and  (4.20) 
respectively  is  shown  in  Figure  4.5.  The  total  capture  efficiency  due  to  all  the  three 
effects  of  Brownian  diffusion,  interception  and  impaction  as  predicted  by  H.  T.  Kim 



































































































































































































For detection of  the presence of electric charge  in  the coal particles dispersed by  the 
Fluidized Bed Aerosol Generator  (FBAG), experiments were carried out  in a cylindrical 
chamber  as  shown  in  Figure  3.1.  Previously  the  presence  of  electrostatic  charges  in 


















The  results show  that  in both cases of normal atmospheric condition and presence of 
humidified nitrogen gas,  the coal dust has a significant amount of charge on  them.  In 
normal  atmospheric  condition;  the  charge  per  particle  is  nearly  constant  with  an 
average of 140 e with a slight increase at flow rates higher than 10 LPM. In presence of 
humidified nitrogen gas;  it varies  from 291.94 e to 570.56 e, with maxima of 570.56 e 
occurring  at  10  LPM.  The  second  case  shows  a  higher  amount  of  charge  due  to  the 
presence  of water  vapor  in  the  gas  streamed.  These  results  show  that  at  a  constant 
motor speed, the air flow does not have a considerable effect on the charge per particle 
because under normal atmospheric condition it stays almost constant. 
The  second  series of  tests were performed at 3 different air  flow  rates of 2, 4 and 6 
liters/min  and  varying  the motor  speed  at 20%, 40%, 60%  and 80% of  the maximum 









































The  results demonstrated  in Figure 5.2  show  that,  the number of elementary charges 
per particle varies from 135.29 e to 316.17 e, with the exception of 50 e at 2 LPM, 40% 
motor speed. At higher  flow  rates of 4 and 6 LPM,  the charge per particle stays  fairly 
constant between 251.5 e and 317.5 e without showing any dependence on the motor 
speed. However,  it can be observed  that  in each case of motor speed,  the charge per 
particle  consistently  increases  with  the  air  flow  rate.  Based  on  the  principle  of 
fluidization  of  the  coal  particles  in  the  FBAG,  the  mass  concentration  of  the  coal 
particles present in the air stream increases with the motor speed as well as the air flow 
rate.  A  variation  of  the motor  speed  from  20%  to  80%  has  very  little  change  in  the 
charge per particle  compared  to  the  change  in  the  charge per particle  caused by  the 
increased air flow rate from 2 to 6 LPM. Hence, the results of this study show that the 
increased  air  flow  rate has  a  stronger  effect  than  the  increased motor  speed  on  the 
charge per particle of the dispersed coal particles. At the same time, these results also 








































time,  the  limitations  of  internal measurement  system  of  both  the  APS  and  Aerosol 
electrometer are also a major factor in this study. There were certain limitations of the 
experimental  system  as  well.  A more  leak  proof  experimental  system  was  required 
which would prevent  the  interference of external  factors  such as unnecessary  foreign 
dust or water vapor inside the chamber and lead to more accurate measurement of the 
samples  of  coal  particles.  In  spite  of  the  limitations,  the  experiments  performed  and 
results determined show that coal particles dispersed by the FBAG have an appreciable 
amount  of  charge.  The  charge  per  particle  is  dependent  on  the  FBAG  operating 
conditions of motor speed and air  flow rate. The size distribution of  the coal particles 




containing  coal particles was  flowed  through a  seal  chamber where  the  coal particles 
were deposited  in  filter papers.  The  filter papers were weighed before  and  after  the 
experiment  and  the mass  concentration  of  the  coal  particles  in  the  air  stream was 
calculated using equation (4.2). The experiments were carried out at two flow rates of 













the  ultrasonic  atomizer  in  the  presence  of  counter  current  air  flow  in  the  scrubbing 
column  in order  to calculate  the capture efficiencies of  the drops. Two methods were 
used  for  this  purpose.  In  the  first method,  a  series  of  experiments were  performed 
where water was collected at  the bottom of  the scrubbing column  in  the presence of 
counter  current  air  flow. As  explained  in Chapter  4,  the  loss of water  caused due  to 
smaller drops being carried away by the air and the drops hitting the column wall was 
quantified using the experimental results of Table 4.2. The experimental results of Table 
4.2 were used  to determine  the volume percentage  lost  for  the experimental air  flow 
rates used  for  the  scrubbing experiments as  shown  in Table 4.3.  It was assumed  that 
drops of size smaller with terminal velocities  lower than the upward velocity of the air 

































sheet  (Figure  4.1)  was modified  to  Figure  4.2  which  shows  the  cumulative  volume 
percentage as a  function of  the drop diameter. Combining  the  interpolation results of 
percentage  volume  collected  for  every  air  flow  rate  (Table  4.2)  and  the  cumulative 
volume  percentage  for  the  corresponding  drop  diameter  (Figure  4.3),  Table  4.3 was 
generated.  Table  4.3  presents  final  results  of  this  experimental  drop  diameter 
distribution  study  where  the  air  flow  rate  with  the  corresponding  minimum  drop 
diameter is shown.  
The second method for calculation of the minimum drop diameter was comparing the 
upward air velocity with  the  terminal velocity of water drops and using  the criteria of 
௚ܸ ൏ ௜ܸ (where  ௚ܸ is the upward air velocity and  ௜ܸ is the terminal velocity of water drop) 
to  determine  the  minimum  drop  diameter  (ܦ௜).  Similar  to  the  first  method,  the 
minimum drop diameter thus determined would be the smallest drop having a terminal 






Air Flow Rate      Minimum Diameter (µm)    Minimum Diameter (µm) 
Qg   (Liter/min)     determined    determined  
      from water collection experiment (Method 1)   
using Vg < Vi criteria 
(Method 2) 
4     15    25 
5     15    25 
7     20    30 
8     20    40 
9     25    40 





determined minimum diameter  from  the  first method  is  lower  than  that determined 
from the second method. This  is contradictory since both the methods should give the 
same  minimum  drop  diameter  and  the  corresponding  drop  size  distribution.  For 




0.0189 m/s.  However  the  first method  gives  the minimum  drop  diameter  as  15  µm 





calculated  upward  velocity  for  a  4  LPM  air  flow).  This  happens  due  to  leaks  in  the 
experimental  system which  leads  to  loss of air  such  that actual air  flow  rate  is  lower 
than  flow  rate  shown by  the  rotameter on  the FBAG.  In an  ideal  scenario, where  the 
experimental  system would be 100%  leak proof without any  loss of air,  the minimum 
diameter determined by  the water collection experiment would be either equal  to or 
greater than the one determined by the criteria of Vg < Vi. There  is a possibility of the 
minimum diameter determined by  the water  collection being  greater because of  the 
loss  of water  drops  occurring  by  the  ones  hitting  the  column walls which  has  been 
ignored  while  calculating  the  minimum  drop  diameter  using  the  second  method. 
Another limitation of both of the methods of minimum drop diameter determination is 
that the  loss of water occurring due to a certain percentage of  larger drops hitting the 
column  walls  is  ignored  in  this  study.  There  are  drops  generated  by  the  ultrasonic 
atomizer  hitting  the  column  in  spite  of  having  diameters  greater  than  the minimum 






























































































































The water  flow  rate was varied  from 2  to 10 ml/min and  the air  flow  rate was varied 
from 4  to 10  liters/min. The water  flow  rate was corrected  to  the actual value  taking 
into account  the  loss  for every value of air  flow  rate using  the  results  from Table 4.2. 
Figure 5.4 shows that for a particular air flow rate, the scrubber efficiency increases with 
the  increase  in the water flow rate. For example at an air flow rate of 4  liters/min, the 
ߟ௦௖௥௨௕௕௘௥  is 32.07% at a water  flow rate of 1.77 ml/min  (corrected value of 2 ml/min) 
and  it  increases up to 76.47% at 8.83 ml/min (corrected value of 10 ml/min). A similar 
trend  can  be  observed  for  an  air  flow  of  5  liters/min  and  9  liters/min.  In  case  of  5 




of  the coal particles. This  shows  that  the effectiveness of  the  scrubber  increases with 





The  figures  5.5  and  5.6  show  the  variations  of  the  capture  efficiencies  (ߟଵ&	ߟଶ)  of  a 
single drop with the water flow rate for various air flow rates. As explained in Chapter 4, 
there  were  two methods  of  calculating  the  single  drop  capture  efficiency.  The  first 
method  used  the  drop  size  distribution  determined  from  the  water  collection 
experiment and the results from Tables 4.3. The capture efficiency calculated thus was 
































Figures 5.5 and 5.6  show  that  the capture efficiencies  (ߟଵ&	ߟଶ) do not vary  to a  large 




case  of water  and  air  flow  rate  on  comparison with  the  capture  efficiency  (	ߟଶ).  For 
example  at  an  air  flow  rate of  9  liters/min  the  capture efficiency decreases with  the 
increase  in the water flow rate from 2.15 to 6.48 ml/min  in both the cases of   ߟଵ&	ߟଶ. 
The  value  of  ߟଵ  however  decreases  from  7.58%  (at  2.15 ml/min)  to  3.64%  (at  6.48 
ml/min), where the value of ߟଶ decreases from 26.37% (at 2.15 ml/min) to 12.75% (at 
6.48 ml/min). The reason behind this increase in capture efficiency can be explained by 
basis  of  its  calculation  using  equations  (4.13)  and  (4.14).  The  numerical  term; 








in  the  summation of Y. As a  result, when  the  first method of drop  size distribution  is 
chosen, a higher value of Y generates a lower value of capture efficiency (ߟଵ). Whereas, 
the  second  method  gives  a  drop  size  distribution  containing  lesser  number  of 
summation terms for Y and results  in a  lower value of Y and a higher value of capture 
efficiency (ߟଶ). The same explanation can be given for the other cases of air flow rates of 




In  comparison with  figures  5.5  and  5.6,  it  can  be  observed  that  the  ߟ௦௖௥௨௕௕௘௥  varied 







at a water  flow rate of 2.05 ml/min and air  flow rate of 10  liters/min. Comparing  this 











5.4  Comparison  between  Experimental  Capture  Efficiencies  (ߟଵ&	ߟଶ)  and      
Theoretical Average Efficiencies (ߟ௔௩௚) 













































































































































































































































































similar  conclusion.  The  experimentally  determined  capture  efficiencies  (  ߟଶ)  are  of  a 
much higher magnitude overall  than  those determined by  the  first method  (ߟଵ).  The 
comparison of the theoretically determined average efficiencies (ߟ௔௩௚ݏ) with ߟଶݏ from 
Figures 5.9 and 5.10 show that for both the cases of Slinn (1983) and H. T. Kim (2001), 





the  single water  drop  capture  efficiency.  The  large  order  of  difference  between  the 
theoretical and experimental values for the case of ߟଶ as compared to the experimental 
values  of	ߟଵ,  proves  the  better  accuracy  of  the method  of  determination  of  capture 
efficiency  by  the  1st method.  This  result  proves  that  the method  of minimum  drop 
diameter determination using the experiment of water collection in presence of counter 
current air flow is more accurate for estimating the drop size distribution compared that 
theoretical  method  of  minimum  drop  diameter  determination  using  the  criteria  of 
smallest drop having a terminal velocity higher than the upward air velocity.  




























The agreement of experimentally determined  capture efficiency  (ߟଵ), where  the drop 
size distribution has been determined experimentally, with  the  theoretical predictions 
of the model given by H. T. Kim (2001), where all the three effects of Brownian diffusion, 
interception  and  impaction  has  been  taken  into  consideration,  has  been  shown  by 
Figure  5.8.  These  agreements  of  the  experimental  and  theoretical  values  strongly 
support  the  experiments  performed  in  this  research  along  with  the  mathematical 
models used with the stated assumptions.  
5.5 Prediction of charge of water drop 
The  experimentally  determined  capture  efficiencies  (ߟଵ)  do  not  however  completely 
match  with  the  theoretical  averages  of  capture  efficiencies  predicted  by  H.  T.  Kim 
(2001). The ߟ௔௩௚ݏ predicted by the model of H. T. Kim (2001) are consistently lower than 
the ߟଵ values,  in spite of  the  fact that the H. T. Kim  (2001) model considers the three 
effects  of  Brownian  diffusion,  interception  and  impaction  for  particle  capture.  The 
possible reason for this is the presence of Coulombic attraction for particle capture. This 
study  shows  the  presence  of  positive  electric  charge  in  the  coal  particles  with  an 
average value of 140 elementary units of charge (e). Hence it can be postulated that the 
water drop carry certain amount of negative charge that is responsible for the enhanced 















of  negative  charges  can  give  a  possible  explanation  of  the  enhanced  experimental 
capture efficiencies.  It can be predicted that apart  from the three effects of Brownian 
diffusion,  interception  and  impaction,  the  Coulombic  force  of  attraction  was  also 
responsible for the charged coal particle capture by the water drops. 
 





























This  research explores  the possibilities of dust  removal of submicron  (less  than 1 µm) 
coal particles dispersed in an air stream using water drops of sizes between 0.5 to 90 µm 
in  an  experimental  scrubbing  column.  The  results  of  coal  particle  characterization 
experiments  show  that  submicron  coal  particles  dispersed  in  an  air  stream  by  the 
Fluidized Bed Aerosol Generator  (FBAG);  carry a  significant amount of  charge  varying 
from 100 to 350 elementary units of charge (e). The charge strongly depends upon the 
air flow rate and the amount of dispersion. The charge per particle can also be as high as 
600  elementary  charges  in  a  humidified  environment.  This  study  clearly  proves  the 
presence  of  appreciable  charge  in  submicron  coal  particle  which  can  be  used  for 
enhanced dust removal by Coulombic attraction. 




air and wall  loss. On  the basis of  the manufacturer  specifications and  the assumption 
that smaller drops are lost due to the above reasons; drops from sizes 25 to 90 µm have 
taken part in the scrubbing process 
The  study of  the  single drop  capture efficiency as well as  the  scrubber efficiency was 
performed using experimental results of the scrubbing process and  implementation of 
appropriate mathematical models. The  scrubber efficiency  steadily  increases with  the 
increase  in  water  and  decrease  air  flow  rate  reaching  a  maximum  of  76.47%  at  4 
liters/min  (air  flow  rate)  and  8.83 ml/min  (water  flow  rate)  and with  an  average  of 
approximately 55%. Presence of more water drops and low mass concentration of coal 
particles at a high water  flow  rate and  low air  flow  rate  is  the  reason  for  this. A high 
steady  value of  scrubber efficiency  indicates enhanced dust  removal and  justifies  the 
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basis  of  the  scrubber  column  design  as  well  as  modeling  techniques  used  for 
measurement.  
 Experimental results of single drop capture efficiency show that at higher air flow rates 
of 10  liters/min,  the capture efficiency  is as high as 39.81%. When  the air  flow rate  is 
between 4 to 8 Liters/min; the capture efficiency is evaluated to be less than 10%. The 
capture  efficiency  calculation  strongly  depended  on  the water  drop  size  distribution. 
The  two methods were used  for  the determination of drop  size distribution. The  first 











on  Brownian  diffusion.  The  agreement  also  shows  that  the  first method  of  capture 
efficiency  calculation  where  the  water  drop  size  distribution  was  determined 
experimentally, was more accurate than the second method used; where the theoretical 
criteria  of  terminal  velocity  of  the  smallest  drop  being  higher  than  the  upward  air 
velocity was used.  
The results of the charge distribution of the coal particles and the capture efficiencies 
evaluated were used  to predict  the  amount of opposite  charge present  in  the water 
drops. Since  the experimental capture efficiencies were higher  than  that predicted by 
the theoretical models, a possible explanation of the enhanced capture efficiencies was 





the  three  effects  of  Brownian  diffusion,  interception  and  impaction,  the  effect  of 




especially  in  areas  containing  submicron  dust  having  the  threat  of  Coal  Worker’s 
Pneumoconiosis (CWP). Since  it has been proved that submicron coal particles contain 
significant amount of charge and these can be captured using water drops generated by 
a  water  sprayer,  a  further  improved  sprayer  system  that  can  generate  negatively 
charged drops would definitely improve the capture efficiency of the single drop as well 
as the scrubber. The results obtained  in this study can be used for further research for 
development  of  a  charge  based  water  sprayer  system  for  better  dust  removal  and 
reduction of CWP. 
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Nomenclature 
ܧ௢           Overall collection efficiency of the scrubber 
݁             Elementary unit of charge = 1.602 x 10‐19 C 
ݍ             Charge per particle expressed as number of elementary units of charge 
௣ܰ           Number concentration of particles 
ܳ௚           Gas flow rate 
ܫ               Current reading of Aerosol electrometer 
ܥ௠            Mass concentration of coal particles in the air stream 
ܯ              Mass of coal particles collected in the filter papers 
t              Time of collection of coal particles in the filter papers 
ܦ               Water drop diameter 
ܸ               Terminal velocity of water drop of diameter, ܦ 
ܴ݁             Reynolds number 
ܲ݁             Peclet number 
ܥ௖             Cunningham correction factor 
ܦ௜             Water drop diameter of ith segment of drop distribution 
௜ܸ             Terminal velocity of water drop diameter ܦ௜  
ρ              Density of air 
µ              Viscosity of air 
ߩௗ           Density of water drop 
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ܥ஽          Drag Coefficient 
௜ܹ          Water flow rate of drop diameter  ܦ௜  
ߟ            Capture efficiency of single water drop 
L              Length of scrubber column 
௧ܸ            Relative velocity of water drops 
௧ܸ௜ 	          Relative velocity of water drops of diameter ܦ௜  
௚ܸ            Upward air velocity  
ܣ௖            Area of cross‐section of the scrubber column 
݀௣           Diameter of coal particle 
ܵܿ           Schmidt number 
λ             Mean Free Path 
݇௕           Boltzmann constant 
ߟௗ௜௙௙      Capture efficiency due to Brownian diffusion 
α             Volume fraction of drop 
σ            Viscosity ratio of water to air 
ܦௗ௜௙௙     Coefficient of mass diffusion 
ߟ௜௠௣         Capture efficiency due to impaction 
ܵݐ݇          Stokes number 
௦ܸ௜        Settling velocity of coal particles 
ߟ௔௩௚       Average capture efficiency evaluated from theoretical models 
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